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Manufacturer UNI-T
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Date of Receipt

2025 - 03 - 25
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Date of Calibration
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Recommended calibration period 12 Months
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1A S0 36 o B A LA AR AR HEISO/IEC17025:201 757
The quality system of GGMT is in accordance with ISO/IEC 17025:2017.

2 A SIS 3 P R R B8 3 TR A A 2 A S A v AN/ ] B LA i (ST
All data issued by the lab are traceable to Social Public Measurement Standards and/or Interational System of Units (SI).
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Reference documents for the Calibration:

JIG 366—2004 (i H BH R A 2 AR )
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Major standards of measurement used in the calibration: *
WA LR i UEF5 4 5/ RO THERE TR AL
Name of Equipment/Serial No. Certificate No./Due dafe Metrological Characteristic Traceability Institute E A ?g
Fedt i PH R A E R DYQ202450332/ 0.05%% JTRA TR ﬁ A
Fobi

13171214 2025-09%13 (- -

B HBLES 050417 DG202405457/ 0.01%% MRS AR

202519-27 Bk
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The standards with * is calibrated internally by our company, and the unit behind "/" in the Traceability Institute is the
external traceability institute of the superior standard of the standards.

IMEM R A S5 % H % Shunde Electromagnetic Lab

Place of the Calibration:

RAER G2 WE: 22 °C AEXTREE: 58 %

Environmental of the Calibration Temperature Relative humidity

T LAE AR AESS R 5 2R % Note: 1.The results relate only to the items calibrated.
2 RGN F P HHAE, ATFE 2 RS 2.This certificate shall not be reproduced except to full, without the
3UBIEF T A A 7] 7 IR written approval of our laboratory.
4B SRR IER S . 3.This certificated shall not be valid without stamp of our institute.

4.This certificate No. is according to the record No.
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RESULTS OF CALIBRATION

1. AMULCA S — e A A IR

2. FEPH R R 2 RS HE:

=R PR ~ME NMERZE FEVFiIRZE 4 W

(Q) Q) Q) Q) Q) (Pass/Fail)
4 1 0.98 -0.02 +0.03 P
2 1.95 -0.05 +0.06 P
3.9 3.82 -0.08 +0.12 P
40 5 4.9 -0.1 +0.2 P
10 9.9 -0.1 +0.3 P
20 19.7 -0.3 +0.6 P
30 29.5 -0.5 +0.9 P
39 38.2 -0.8 +1.2 P
400 100 100 0 +3 P
200 199 -1 +6 P
390 388 -2 +12 P

(kQ) (kQ) kQ) k) (kQ) (Pass/Fail)
4 1 1.01 0.01 +0.03 P
2 2.02 0.02 +0.06 P
3.9 3.92 0.02 +0.12 P
40 5 5.2 0.1 +0.2 P
10 10.1 0.1 +0.3 P
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